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Tel: 020-31134076

Fax: 020-31134076 Post: 511400

Web: http:// www.LisaiTest.com

E-Mail: mail.lisaitest@163.com
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Directions of Calibration

EPHS: 2WB1906475-0006
Certificate No. .

L. Z<HLHY HY R A 35088 359 T B0 28 B - I B VR R B AL ) (ST) &

All data issued by this station are traced to National Primary Standards and Intemational System of Units(Sl).

2. XGRREZRERBHX.

The results relate only to the items calibrated.

3. REALWEHEAE, FRNSHEHRE/ RRME.

This certificate shall not be reproduced except in full , without the written approval of our laboratory.

4. RERAIMBMARRE/RREFYL, BTERBIERAZ BETERNAALRERE.

If there is any objection conceming the calibration, the client should inform the calibration laboratory within 15 days from
the date of the device under calibration retumn to the client.

5. EEBATH “P” fREK Pass”, “F RR&E Fail”, “N/A"4RFE Not Applicable”.
In the datesheet."P" represents "Pass" and "F" represents "Fail” and "N/A" represents"Not Applicable”.
6. I3 %KM (Environmental condition during the calibration):
# % (Temperature): 23 (C) FAXHEHE(Relative Humidity): 54 (%)
7. BEEHI AR (Place of the calibration):
RATAZRSARAR (—BHEKE)
8. AR EEARMKIE (Reference documents for the Calibration):

JJG 1120-2015 ®EFFXEHERERRIUE ERE

9. £ (Comments):

10. ZRREFTHEHMEERMATHE  (Main measurement standards used during the calibration):

IR RS EHRS FRAER XOR TR
(Description) (Serial No.) (Certificate No.) (Due Date)  (Metrological Characteristics)
MEFFRMR R ER 201803002 3GC1900066-0031 2020-03-28 Urel=0.006%:K=2
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@ IFMNEItEILNERAS] ERHE:  2WB1906475-0006
wiSas Guangzhou Lisal Calibration and Testing Co.,LTD Certificate No.
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In view of External and Generality check : Pass

2, &imefiE] (Closing Time)

PRAEM R RE A 5€ BE RHFRE g
Reference Indicated Error Uncertainty MPE Conclusion
(ms) (ms) (ms) (ms) (ms) (Pass/Fail)
A 20.00 20.0 0.0 0.02 +0.2 P
50.00 50.0 0.0 0.02 £0.2 P
100.0 100.0 0.0 0.02 +0.2 P
200.0 200.0 0.0 0.02 0.3 P
500.0 500.1 -0.1 0.02 +0.6 P
B 20.00 20.0 0.0 0.02 +0.2 P
50.00 50.0 0.0 0.02 +0.2 P
100.0 100.0 0.0 0.02 +0.2 P
200.0 200.0 0.0 0.02 +0.3 P
500.0 500.0 0.0 0.02 +0.6 I
C 20.00 20.0 0.0 0.02 +0.2 )
50.00 50.0 0.0 0.02 +0.2 2
100.0 100.0 0.0 0.02 +0.2 P
200.0 200.0 0.0 0.02 +0.3 P
500.0 500.0 0.0 0.02 +0.6 P

3. 4ri#Et{A (Opening Time)

PRAE(E 1T RE Ao RVFRZE i
Reference Indicated Error Uncertainty MPE Conclusion
% (ums) (tms) (ms) (ms) (ms) (Pass/Fail)
3 A 20.00 20.0 0.0 0.02 0.2 P
50.00 50.0 0.0 0.02 +0.2 P
100.0 100.1 -0.1 0.02 +0.2 P
200.0 200.1 -0.1 0.02 0.3 P
500.0 500.1 0.1 0.02 +0.6 P
iEH AR ID: 46701 FIW/34M
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@ NN EITEIEHRAS IEF%T: 2WB1906475-0006
wiSar Guangzhou LiSal Calibration and Testing Co.,LTD Certificate No.

3. 4 i@RrFfE (Opening Time) 4k

FRAEL R W% s HE RHFRE i
Reference Indicated Error Uncertainty MPE Conclusion .
(ms) (ms) (ms) (ms) (ms) (Pass/Fail) v
B 20.00 20.0 0.0 0.02 £0.2 P
50.00 50.0 0.0 0.02 £0.2 P
100.0 100.0 0.0 0.02 £0.2 P
200.0 200.0 0.0 0.02 £0.3 P
500.0 500.1 0.1 0.02 +0.6 P
C 20.00 20.0 0.0 0.02 £0.2 P
50.00 500 0.0 0.02 £0.2 P
100.0 100.0 0.0 0.02 £0.2 P
200.0 200.1 0.1 0.02 £0.3 P
500.0 500.1 -0.1 0.02 +0.6 P
8 KT B0 45 AN s A A

appendix:  Directions of uncertainty in the calibration
1.4 4 (Reference document)
JJF 1059.1-20128 B A5 5 BE VP & 5 %R
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
2.9 4 AW 5E BE (Expanded uncertainty of the measurement results)

k=2
LLF %2 4 (hereafter no data)
\
iEH AR ID: 46701 WAT /34T
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