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The measuring equipment used in the célibration is traceable to national primary standards maintained in

SR

National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement standards and for calibration and measurement certificates issued by national

metrology institutes.

http://www. msdq027. com/

F10, #37W

ARIB AR R R S R B S R
1

B180400584 1

S PR EIE: 400-002-7608


http://www.msdq027.com/jzlny/233.html
http://www.msdq027.com/

=5 == since1996 400-002-7608

BE R meske AR g T R YDJZ JHIZ TR 5 AR s A

o
=t
e
=2

oAk & E R R TR ERHS: [2018DW02860406] 2 -
Hubei Institute of Measurement and Testing Technology Certificate No,
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This laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law. -

o Al REERIERTSI1S0/IEC17025fmERNEXK .

The quality management system for laboratory complies with ISO/IEC 17025 standards.
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Reference documents for the Calibration (Name . Code ) : !
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Main standards of measurement used in the Calibration
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Name of Equipment Model/Serial No. Certificate No./Due Date
FRC-150M/11090603 2018DW02330012/2019-01-04
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Environmental condition on the Calibration
BE:  21.0C HXHEE: 42 % HE: —
Temperature R.H. "Others
SE: — M [RIRITRES: 2018DW02860406
Pressure Place Record NO..
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Hubei Institute of Measurement and Testing Technology Certificate No.
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Data/Results of Calibration
HHEENE: AC
PR R ERRE (KV) SMARHERL (kV) MEAHEE: UKV)E=2
r 10 10.0 0.2
# 20 20.1 0.2
30 30.1 0.3
40 39.8 0.4
50 49.7 0.5
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