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CALIBRATION CERTIFICATE
i B O oo A
Certificate No. 2GBQ19111414244-046
BREA: P ETBRIRERAT
Client
BiEH bt ERDTEFBARAFERABH DB LAY
Address
XEBBBR: AL TERS
Description
BS/M4E:
Model/Type YDQ-15kVA/150kV
S HXHARZBSERAT
Manufacturer
HIrws: 19111502 EES:
Serial No Asset No
EREwEM: 2019-11-20
Date of Receipt Y M D
®ig: FrR R B &1&(Passed at Calibration Items)
Conclusion
BERM: 2019-11-20
Date of Calibration Y M D
BUTRRERR: 2020-11-19
Due Date Y M D
B
Calibrated by % &
HE:
Inspected by ﬁ\ fﬁ‘l
REMEA < § . a ® (RE®) FBERE
Approved Signatory 7 <) H (Stamp)
AEBEEeh: rREAFNTESEABRREAEESS
Address: No.8.South Street Shii Institute Guangzhou.Guangdong.China
AR BiE(Tel): 020-31134076 R EBIE(CT): 020-31104772
{6 F1(Fax): 020-31134076 BBERERFI(POSE): 511400
4 IR it (web): wwwlisaitest.com BF BR(E-mail): cal@lisaitestcom
|3/ H#H3IW
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GUANGZHOU LISAI CALIBRATION AND TESTING CO.,LTD

LISAI

B’ E R

iA

DIRECTIONS OF CALIBRATION

cerancareno. I LILNTAARRMVARIT

1. ZNBRERATNHERENG, FREEERMSISO/IECI70254FEER.
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2GBQ19111414244-046

This station is the national authorized metrological verification station. The quality system is in accordance

with ISO/IEC17025.
2. 5508 H RSB TTHRE R REENERL5(SI).

All data issued by this station are traceable to national primary standards and International System of

Units(Sl)

3AEBARP P R E Pass T F{t & Fail"N/A# & "Not Applicable”,
In the datasheet,'P" represents "Pass” and "F" represents "Fail® and "N/A" represents "Not Applicable”.

4. RS, (Environmental condition during the calibration).

@B (Temperature): 20°C  #xH2& (Relative Humidity): 60 %

5. BN, (Place of the calibration).
BEPRH(—RLRE)

6. WREGEEMBIERSE., (Limiting condition of the instrument calibrated).

7. RXRENEREKE. (Reference documents for the calibration).

IF(RE8)1702-2017 ZFiE EREFZENT

8. AR EEMANEE T BIFERR. (Main standards of measurement used in the calibration).

HENA
Traceability
Institute

AR

Technigue Character

2 HBrigs FBS/E%H
Description Serial No. Certificate No./ Due Date
BFERAE MY44001291 3GC1800176-0033/2020-06-24

—
ZERSES 17022403 3GC1900118-0012/2020-06-14

1. EERASTHRERREX, The result relate only to the items calibrated.

2. RBFNUEPEME, FEHSEHREARIRS. This centificate shall not be reproduced except in full, without

the written approval of our station.
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DCV:Urel=0.0015%,ACV:Urel=0.02%
DC:Urel=0.028%,ACkUrel=0.07%
OHM:Urel=0.0035%(k=2)

DCV:U=0.24%
ACV:U=0.26%

E2m / H3|
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1. SMRAR —ftie &
In view of External and Generality check : Pass

2. ZRBE( ACHigh Voltage):

B = o E RE ER Yl RVFRE Zie
Range Indicated  Reference Error Uncertainty MPE Conclusion
(kv) (kv) (kv) (kv) (%) (k) (Pass/Fail)
150 10.0 9.98 0.02 13 + 03 P
20.0 19.85 015 13 + 06 P
50.0 4975 0.25 13 £ P
100.0 99.7 0.29 13 + 30 P
1200 119.56 0.44 13 #,.36 P
150.0 149.52 0.48 13 + 45 P
- RXFNELERTHEEHRR:

appendix: Directions of uncertainty in the calibration
1442 (Reference document)
JF10591-2012 B AMEEIFES TR
(IF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
2. WEE R HER (Expanded uncertainty of the measurement results)
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--------------- PATZ28(The below is blank)-=-==-==-==------
ERRE: $37 / #3R
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