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Hubei Institute of Measurement and Testing Technology

Hihh (Add) : BHLERRATRIFRATRES:

SRS

[QhE (Web site) : http://www. hbjl. gov. cn

B4 (Post Code) : 430223
HiE (Tel) : 027-81925136
f£3T (Fax) : 027-81925137
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REGISTRATION NO. 002

B E P

CALIBRATION CERTIFICATE

IEBHS: [2018DW02860404]
Certificate No.
ERFBN PRESEREHRAT
Customer
BRSBEE LR X
Address
HmEH HimEELES
Name Of Sample
HES RN M AGZBRSERAT
Manufacturer
BSHE ZGF-120/2
Model/Type
BARS 11120303
No Of Sample
EHEHE
Stamp

R ER

Calibration date

20184 04 B 11 H
Y M D

IEBRUEN -
Approved by
2HE A

Checked by

A 3

KER % -
Calibrated by (& "Ji

RURHERT E A 8 BRI BFEEGFEFEH RSP RRNRE RS, T EHRBFW
RBET1999F RENEEFE T HERE B RERER R R BTN AR BT

MERRDR” .

The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrol

metrology institutes.

http://www. msdq027. com/

(NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement standards and for calibration and measurement certificates issued by national
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Hubei Institute of Measurement and Testing Technology Certificate No.

¢ AREREMITRITHERMN MRERIMEE TR ENY

This laboratory is a legal metrological verification institution established by the government metrological administrative department

according to law.

o FKiRREEIRIKAFSI150/1EC17025FFERIEK .

The quality management system for laboratory complies with ISO/IEC 17025 standards.

® FRKEMBAKE (&, £8)

Reference documents for the Calibration (Name . Code )
Z8: HJ/QC 24002-2015 HiEEREBREN S

® KRREMERANEERITEIFERA

Main standards of measurement used in the Calibration

BERMR NS/RS

Name of Equipment Model/Serial No.
200kV B i A v e B4 T 8% GF-200/251185
HrLHE 34401A/MY45016530

o ROEIFEEM

Environmental condition on the Calibration

EHS/5EH

Certificate No./Due Date

G =

2017400765 /2019-01-14
2017DW02310724/2018-06-21

mE:  21.0°C R 42 % HE: —
Temperature R.H. Others

SE: — . M B [RIITRERS: 2018DW02860404
Pressure Place Record No.

AR, (U RSO ERE AR M.
1t's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
REXRGEIFA, TEERSEHAESR.
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Hubei Institute of Measurement and Testing Technology Certificate No.
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Data/Results of Calibration

1. BV R

RIRE kV) SEFRAE(E (kV)
10.0 10. 02
20.0 20.03
30.0 29.97
50. 0 49.93
80.0 79. 94
100.0 99. 90
120.0 119. 85

MERHEE: a=0.8% i=2

BRE(RD SEARHEDR (1 A)

503 506 §;~
— mf? "

999 1008 % 5,

1724 1740 .

MEAFEE: Ua=0.8% . k2
LTZEH
#3m, k3 A
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