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CALIBRATION
GUANGZHOU LISAI CALIBRATION AND TESTING CO.,LTD
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CALIBRATION CERTIFICATE
oo O S B
Certificate No. 2GBQ19111414244-043
EXEA: BT RIRERAS
Client
E-3isp b | XEMEFRATFERKEHHELEN
Address
UEBEIR: BRYUFERNEE
Description
RS/
Model/Type —
PSS HIRBAZRESERAT
Manufacturer
I & 39191115 EES:
Serial No Asset No
EREkBm: 2019-11-20
Date of Receipt Y M D
£2ie: PRBETR B &4& (Passed at Calibration tems)
Conclusion
BEam: 2019-11-20
Date of Calibration Y M D
B TREERM: 2020-11-19
Due Date Y M D
B
Calibrated by % &
B #: 1
Inspected by ﬁ\ l,ﬂl
HEXEA Yy 2 o (R&E) IFREHE
Approved Signatory 7 ) H (Stamp)
AXBEL: MRENDTESEoEARBEAEES
Address: No.8.South Street Shi Ji Institute Guangzhou Guangdong.China
B E #iE(Tel): 020-31134076 RREBIE(CT): 020-31104772
{£FL(Fax): 020-31134076 BRETERT(Post): 511400
251 ik{web): www.lisaitest.com BFEH{E-mail): cal@lisaitest.com
EM / H3RW
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DIRECTIONS OF CALIBRATION

cenmcarere. |IINMIDVANRNRINIANY ~~ zcoorsmrsacacee -

L ANMRERUTOIHRRENN, RERBERFAIS0/IECI7025HEER, )

This station is the national authorized metrological verification station. The quality system is in accordance
with 1ISO/IEC17025.

2. AHROBESTRRZDR R EENERRE%(S)),

All data issued by this station are traceable to national primary standards and International System of
Units(Sl)

3.EBARP PR "PassTF L E"Fail™N/A"RE"Not Applicable",
In the datasheetP" represents "Pass* and *F" represents "Fail® and "N/A" represents "Not Applicable”
4. BE&REE. (Environmental condition during the calibration).

@ (Temperature): 20°C 4838 (Relative Humidity): 60 %
5. B, (Place of the calibration).
EFIH(—AIRE)

6. EEOEDREMBIEA KL, (Limiting condition of the instrument calibrated).

7. ERBEENBARKE. (Reference documents for the calibration).
JF(DEE)N702-2017 B ER ERRAENTS

8. ZRBEEMOERTHRIFEBRA. (Main standards of measurement used in the calibration).

& Hr&s EBS/HHH bt ol BARSET
Description Serial No. Certificate No./ Due Date Traceability Technique Character
Institute
T BEERE Mvad001291 3GC1800176-0033/2020-06-24  [“MARHER  DOV:Urel=0.0015% ACY-Urel=0.02%
HMARAT DQ:Urel=0.028%, ACI:Urel=0.07%
OHM:Urel=0.0035%(k=2)
THEDES 17022403 3GC1900118-0012/2020-06-14 Fih®itRe DCV:U=0.24% :
NERAF ACV:U=0.26%
S
ke fll'
1. AERASTHRERSH X, The result relate only to the items calibrated. ‘ . F2W / H3I®
2. RBAMAPELE, AEMsasEATRIRE. This cerificate shall not be reproduced except in full, without Page 2of 3
the written approval of our station.
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CALIBRATION
GUANGZHOU LISAI CALIBRATION AND TESTING CO.LTD  Z/a

CNASLT127
A

LISAl )
Certificate .No. 2GB ;'II ;'I 11414244-043
racate o, IINNIMIVONMARMNNNIY~ 2ce0

v 1LAMRBLE—Ritie e
In view of External and Generality check : Pass

2, ZMBE(ACVoltage):

fRnE Lo iRE FHEE RFRE &ie

Indicated Reference Error Uncertainty MPE) Conclusion
{(kv) (k) (kv) (%) (kv) (Pass/Fail)
5 4.95 0.05 1.2 + 015 P
10 9.89 on 1.2 + 030 P
15 14.72 omn 1.2 + 030 P
20 19.58 042 12 + 0.60 2
30 29.60 0.40 1.2 + 090 P

B - XTURERTHEENRE:

appendix:  Directions of uncertainty in the calibration
1.4k 18(Reference document)
JF1059.1-201 2N BABERTEES TR
(UF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
2MBERY BRWEE (Expanded uncertainty of the measurement results)

k=2
mmmmmmmmaneaea= LR 2R F (The below is blank)-----------------
£
IEBRA: . $3IW [ H3IR
Data Sheet. [D:45488(1198506214254030849) Page 30f 3
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