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CALIBRATION CERTIFICATE
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Certificate No. 2WB20052021193-0042

EEAR: WMEEMNBEHRRERAE

Client

Ee ik : WEHBLABRELERPOTR 2135

Address

{ERB/IR: #HRAIHBARZ R

Description

RS/ SMG-20008

Model/Type

HIHEI & BN AZRESERLT

Manufacturer

HrRS: 57200421 gEES: /

Serial No Asset No

HakkBan: 2020-05-25

Date of Receipt Y M D

#ig: BT H &48(Passed at Calibration Items)

Conclusion

BfERH: 2020-05-25 BNTREERRE: 2021-05-24
Date of Calibration Y ™M D Due Date Y M D

o RAA
Calibration by

B

Inspected by '9 2’/"

#EA: (DE12) FBEAE

2 LI
Approved Signatory 7 ol )ﬁﬂ (Stamp)

AslFL: RETNHEBRaBIRMEEES
Address: No.8.South Street ShiJi Institute Guangzhou Guangdong.China

EXZ 81E(Tel): 020-31134076 1R HIE(CT): 020-31104772
1&F1(Fax): 020-31134076 BRI (Post): 511400
22 5] Mtk (web): www.lisaitest.com BB 7 804 (E-mail): cal@lisaitest.com
F10/ Hoem
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DIRECTIONS OF CALIBRATION

ey 11111111711 ] et
Certificate No.

1. FHHEESATHHERENG, RESEAERFSEISO/IECI70254REER,
This station is the national authorized metrological verification station. The guality system is in accordance
with ISO/IEC17025.
2. 544 HENKENTHREER R EERERALF(S).
All data issued by this station are traceable to national primary standards and International System of
Units(SI)
3iFHBAE D P E" "Pass " F L & Fail’)'N/A"f£ & "Not Applicable”,
In the datasheet!P" represents "Pass" and "F" represents "Fail" and "N/A" represents "Not Applicable".
4. RIS, (Environmental condition during the calibration).
8 (Temperature): 22°C 73 (Relative Humidity): 54 %
5. Bttt e, (Place of the Calibration).
ERPRH(—ELRE)

6. WA SEREIE RS, (Limiting condition of the instrument Calibration).

7. KRN AKRE, (Reference documents for the Calibration).

G 440-2008 THREMHENEREME V. R. of 50Hz Single-phase Phasemeter
JF 1075-2015 $HEZBmEREME Calibration Specification of Clamp Ammeters
JF 1587-2016 ¥FZMEBMEME Calibration Specification for Multimeters

8. A EENEETERERA, (Main standards of measurement used in the Calibration).

BiR HIrRS ERS/B8B RN RARYFE
Description Serial No. Certificate No./ Due Date Traceability Technigque Character
Institute
ZIEEREMNR 8410009 DBS202000732/2021-04-27 IREHERS DCV:Urel=0.0004%,ACV:
&5 WAk Urel=0.01%,
DCA:Urel=0.002%,ACA:
Urel=0.013%,

OHM: Urel=0.0009%(k=2);

1 m%ﬁiﬂ'—iﬁﬁiﬁ/iﬂﬁﬁﬁﬁ;’é. The result relate only to the items calibrated/testing. WO / HeH

2. REANGBEME, RGEALHZEALRIBS, This certificate or report shall not be reproduced exceptin e

full, without the written approval of our station, Page 2 of 6
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1. AMRLAR—MEARE IEH
In view of External and Generality check : Pass

2. VI E (AC Voltage of UT):

' BE AL i B FRER AR 5
Range Reference Indicated Error Uncertainty MPE Conclusion
(V) (V) (V) ) (%) () (P/F)
20 10.00 10.00 0.00 0.2 + 014 P

19.00 19.02 -0.02 0.2 + 025 P

200 20.0 20.0 0.0 0.2 + 04 P
100.0 100.2 -0.2 0.2 + 14 P

190.0 190.5 -0.5 0.2 + 25 P

500 200 201 -1 0.2 + 4 P
300 301 =1 0.2 + 6 P

500 502 -2 0.2 + 8 P

3. U2ZSE8E (AC Voltage of U2):

e ARAE(EL femil RE THERE RIFRE Zie
Range Reference Indicated Error Uncertainty MPE Conclusion
V) (v) V) V) (%) v) (P/F)
20 10.00 10.04 -0.04 0.2 + 014 P
19.00 19.06 -0.06 0.2 = 0.25 P
200 20.0 201 -01 0.2 + 04 P
100.0 100.4 -0.4 0.2 + 14 P
190.0 190.8 -0.8 0.2 £ 2.5 P
500 200 201 =] 0.2 + 4 P
. 300 302 -2 0.2 + 6 P
500 504 -4 0.2 + 8 P
3 e .
E)Ea?i:e?ﬁ ' ID:37692(1266706738508742658) 3«2?6 é ?sfﬁg
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4, U13SA T ( AC Current Of U1):

miz FRAEAE {5 R FHEE SEVFIRZE ®ie '
Range Reference Indicated Error Uncertainty MPE Conclusion
(mA) (mA) (mA) (mA) (%) (mA) (P/F) ;
200 200 20.0 0.0 0.4 + 04 P
190.0 190.2 -0.2 0.4 # 2] P
(A) (A) (A) (A) (%) (A (P/F)
2 0.200 0.201 -0.001 0.4 + 0.004 P
1.000 1.003 -0.003 0.4 + 0.012 P
1.900 1.905 -0.005 0.4 + 0.021 P
10 2.00 2.01 -0.01 0.4 + 0.04 P
10.00 10.03 -0.03 04 + /032 P

5. U2zz5 8k (AC Current Of U2):

2i2 FRAEE EERNE RE RHEE FRAFIRE &
Range Reference Indicated Error Uncertainty MPE Conclusion

(mA) (mA) (mA) (mA) (%) (mA) (P/F)
200 20.0 20.2 -0.2 0.4 + 04 P
190.0 190.6 -0.6 0.4 + 21 p

(A) (A) (A) (A) (%) (A) (P/F)
2 0.200 0.202 -0.002 04 + 0.004 P
1.000 1.005 -0.005 0.4 + 0.012 [
1.900 1.912 -0.012 0.4 + 0.021 P
10 2.00 2.01 -0.01 0.4 + 004 P
10.00 10.04 -0.04 0.4 + 012 P

6. 8L (Phase): .
B2 FRAE(E fEnE RE THEE RVFRZE Zie
(Range) (Reference) (Indicated) (Error)  (Uncertainty) (MPE) (Conclusion) s

(0) (0) (0) (0) (%) () (P/F)
360 60 60 0 0.6 + 3 P
120 120 0 0.6 # 3 p
180 180 0 0.6 + 3 p
270 270 0 0.6 £ 3 p

FH/RERA: $an / Hoem

Data Sheet. ID:37692(1266706738508742658) Page 4 of 6
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M EFNSLERRREERRE:
appendix:  Directions of uncertainty in the calibration
1.4&#2(Reference document)
JF1059.1-201 2N & A BEETEESERTR
(JF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
2N BERY BAWES (Expanded uncertainty of the measurement results)

k=2
--------------- LARZ=28(The below is blank)----------=-==---
L}
EBMRERNR: M6 ) e
el ID:37602(1266706738508742658) . pglgé ijgf"é
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