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The measuring equipment used in the calibration is traceable to national primary standards maintained in

National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement standards and for calibration and measurement certificates issued by national

metrology institutes.

http://www. msdq027. com/

1R, £ 37

ARIB AR R R S R B S R
1

2014080201 3

S PR EIE: 400-002-7608


http://www.msdq027.com/echl/881.html

http://www.msdq027.com/echl/881.html

http://www.msdq027.com/

e FIN 2T = since1996  400-002-7608 o ‘

MEETEMNAKRAHTRK IEB4HS: [2014DW2251359] 5
Hubei Institute of Measurement and Testing Technology Certificate No.

o ARk (fhiy) REFZAEHTERENN, RRPESHKITEERIAATEZERS (CNAS) INATRE=E,
This body is an institute of legal verification,it is also a accreditation laboratory accredited by China National Accreditation Service for Conformity
Assessment(CNAS).

Rik 2T AR AAMBAGES T, it (2012) 01028, (H) 33t (2012) 01040
Authorization certificate number of the national legal metrological verification instiution:
b EABFEEARATERRSFERE: No. L0544

Laboratory accreditation certificate number of China National Accreditation Service for Conformity Assessment(CNAS): No. L0544

o RRBAERKAKE (FFR. KS)

Reference documents for the Calibration (Name . Code )

ZM: JIF 1284—2011 A H ERREAUZAERTE

o KRBUEFMERMEZITEMERR

Main standards of measurement used in the Calibration

&R BE/ /S EBS/ENH
Name of Equipment Model/Serial No. Certificate No./Due Date
HrzHE 34401A/US36119669 2014DW2310174/2015-06-22
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Environmental condition on the Calibration

RE: 20.5C HXEE: 69 % HEr =
Temperature R.H. Others

Sl m:  B102 [RIAIERHS: 2014DW2251359
Pressure Place Record No.

AHELE I, AU SEAHE b (1 A R HEA 2K
It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
REGARBVFA, AEHSZHIAUEA .
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MILEtETEN AR AKAHTRRKR ER4S: [2014DW2251359] 5
Hubei Institute of Measurement and Testing Technology Certificate No.
AR IRIE /L5 Fe

Data/Results of Calibration

EL PR 00 -
e FRAER B R (VAC  (50Hz) Bl PRt B (V) DC
i = BRA €
V)AC =l V)DC =
) UA UB uc P W) UA UB uc Gt

10. 00 9.9925 | 9.9941 | 9. 9908 0.25% 10. 00 10.018 | 10.008 | 10.013 0. 25%

50. 00 49.925 | 49.933 | 49.928 0. 25% 50. 00 50.046 | 50.054 | 50.051 0. 25%

80. 00 79.900 | 79.905 | 79.908 0. 25% 80. 00 80.075 | 80.082 | 80.086 0. 25%

100.00 | 99.886 |99.903 | 99.913 0.22% 100.00 | 100.08 | 100.07 | 100.09 0.22%

120. 00 119.87 | 119.85 | 119.88 0. 22% 150.00 | 160.15 | 160.13 | 160.20 0. 22%

FEL AT 0 A
Al FRHEZR Bo{E (A)AC (50Hz) e PR B fEH (A) DC -ﬁ
H AR - B e : o
(A) AC IA B IC o (A)DC IA .IB IC S
(k=2) (k=2)

1. 00 0.9962 | 0.9951 | 0.9962 | 0.23% 1.00 1.0000 [ 0.9961 | 0.9987 [ 0.23%

5.00 4.9863 | 4.9841 | 4.9824 | 0.23% 2.00 2.0003 | 1.9962 | 1.9983 | 0.23%

10. 00 9.9743 | 9.9730 | 9.9689 | 0.29% 5.00 4.9967 | 4.9934 | 4.9928 | 0.23%

20. 00 19. 923 19.926 | 19.917 | 0.29% 8.00 7.9953 | 7.9905 | 7.9882 | 0.23%

40. 00 39.926 | 39.940 | 39.938 | 0.29% 10. 00 9.9925 | 9.9854 | 9.9838 | 0.29%
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